Introduction
In China, COPD ranks as the fourth leading cause of death in urban areas and third leading in rural areas in this middle-income country.
1,2 A recent spirometry-based survey revealed that the overall prevalence of COPD in China is 8.2% in individuals 40 years of age or older, which is a large proportion of the population. 3 Laboratorybased spirometry is essential as a basis for the proper staging of pathology and for Testing options for spirometry range from full body plethysmography to fully portable units that are wirelessly connected to mobile phones. One of the more popular methods for evaluating patients with COPD among providers is the use of clinical-grade, in-office, handheld spirometry solutions. Ensuring their accuracy is essential. Several large, previous studies have indicated that the quality and userfriendliness of several in-office spirometers make them acceptable for detection of COPD, while a few increase the risk of misclassification. 5, 6 In China, there is insufficient literature to support the agreement and validity of handheld spirometry as compared to full body plethysmography for lung function performance. Such information is critical to advance the proper diagnosis and management of COPD, especially for those in rural China where COPD rates are higher. A clinical-grade handheld "disposable pneumotachograph" (D-PNEU) spirometer, represents an attractive option for outpatient diagnosis of COPD. Being relatively low-cost and easily deployed using a laptop, the device may be a viable alternative to the more expensive and much less portable full body plethysmography method.
An important parameter in determining the quality of a medical instrument is agreement with a gold standard. Systematic reviews have concluded that the Bland-Altman method is the preferred method to assess agreement between medical instruments measuring continuous variables. [7] [8] [9] Thus, the primary objective of this study was to assess the agreement between devices for key airflow metrics using the Bland-Altman method.
Our secondary aim, apart from the between-device agreement for key airflow metrics, was to measure the clinical accuracy of the D-PNEU spirometer as compared to a laboratory-based, traditional full body spirometer in a Chinese population. First, using FEV 1 /FVC ,70% as the "gold standard" for obstruction, the accuracy of classifying the severity of airway obstruction between devices for all enrolled subjects was assessed, regardless of expiratory times. The effort to empty the lungs fully, in order to reach FVC, can be particularly difficult for some patients, especially for older patients and those with severe respiratory diseases. Indeed, accumulated evidence has suggested that the ratio of FEV 1 /FEV in 6 seconds (FEV 1 /FEV 6 ) can be used as a valid alternative for FEV 1 /FVC. [10] [11] [12] Thus, the accuracy of classifying airway obstruction between devices for these specific individuals able to exhale for at least 6 seconds was further assessed. For this purpose, the fixed cutoff point of FEV 1 /FEV 6 ratio obtained by the D-PNEU spirometer was explored, which matched the global definition of FEV 1 /FVC ,70% by the traditional spirometer.
Subjects and methods Subjects
The study was approved by the ethics committee at Sun Yat-sen Memorial Hospital of Sun Yat-sen University (no 2013-66) and performed in accordance with the Declaration of Helsinki. All subjects provided written informed consent to participate in the study. The study was registered with the Chinese Clinical Trial Registry, with the number ChiCTR-DDD-17013664. The study was carried out from October 2014 to February 2015 in Guangzhou, the capital city of China's Guangdong province. A total of 241 patients referred to the pulmonary function test (PFT) laboratory, participated in the PFT by using two spirometers. The subjects were considered eligible for participation in the study if they were medically stable, capable of performing repeated spirometric measurements, and were without obvious medical contraindications prior to participation.
Spirometers
The gold standard spirometer used within our center is the body plethysmograph (Elite DX Model NO-830001-005, MedGraphics Corp, St Paul, MN, USA).
The D-PNEU spirometer (Model IQspiro, Midmark Corp, Dayton, OH, USA) used in our study, is a portable unit, weighing only nine ounces and is comprised of a single-use disposable mouthpiece and a handle (digital transducer) ( Figure 1 ). The unit connects to a computer via a USB cable, which also supplies the power for the unit. Among the measured parameters, the IQspiro includes FVC, FEV 5 , FEV 1 , FEV 3 , FEV 6 , FEV 1 /FVC, FEV 3 /FVC, FEV 1 /FEV 6 , peak flow and mid flow, FEV 25% , FEV 50% , FEV 75% , and FEV 25%-75% . The measuring range of flow is ±14 L/s and volume is ±8 L. The features of the tested handheld spirometer indicated that it might be compatible with the plethysmograph. The management software provides the graphical interface for the operator to conduct an effective test. Once the test is completed, the software provides immediate visibility of the key airflow parameters and a flow-volume curve, along with an automatic and customizable interpretation of the pulmonary function results. Its precision and accuracy is reported by the manufacturer to meet or exceed the European Respiratory Society (ERS) and American Thoracic Society (ATS) standards issued in 2005. 13 International Journal of COPD 2018:13 submit your manuscript | www.dovepress.com
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accuracy of handheld spirometer Quality control of spirometry was based on the ERS/ATS recommendations. 13 A single discharge of 3 L calibrated syringe was used daily to check the volume accuracy of each spirometer. The percentage difference of volume needed to be within the range of ±3.5%. 13 For IQspiro, an accurate calibration was automatically achieved prior to patient testing.
Protocol
The subjects were asked to perform two sets of tests, one on the established gold standard spirometer and the other set on the D-PNEU spirometer device. The order of testing was randomized and conducted in single-blind fashion, meaning the subjects were unaware as to which machine was under study. The predicted equations for the population in South China (Guangdong province) selected in this study were from the nationwide normal lung function study, which was organized and sponsored by the Ministry of Health, China. 14 The following indices were measured or derived using the two devices: FVC, FEV 1 , FEV 1 /FVC, mean FEF calculated between 25% and 75% of FVC (FEF 25%-75% ), and PEF. In addition, FEV 1 /FEV 6 ratio was obtained by the disposable spirometer for individuals able to exhale for 6 seconds. Then, a fixed cutoff point of FEV 1 /FEV 6 ratio derived from the D-PNEU spirometer for the detection of obstruction was explored, which corresponded best to the global definition of FEV 1 /FVC ,70% by the traditional spirometer. The two cutoffs were considered synonymous indices between the two units.
At least three but no more than eight maneuvers per device were performed on each subject. The three best spirometric maneuvers were further analyzed. As a quality control measure, the difference between the two largest FVC and the two largest FEV 1 needed to be within 0.15 L or 5% in order for the overall test to be considered accurate and reproducible. Tests that achieved the largest sum of FEV 1 plus FVC were chosen as the best studies for analysis. The FVC and FEV 1 were recorded from the highest value among all accepted curves. The FEV 1 /FVC ratio was calculated from the best FEV 1 and the best FVC, whereas the FEF 25%-75% was recorded from the best curve with the largest sum of FEV 1 and FVC. FEV 1 /FEV 6 derived from the D-PNEU spirometer was calculated from the best FEV 1 and the best FEV 6 . 
Spirometric diagnosis of obstruction
analyses
Test of normality was conducted using the previously mentioned parameters. Measurements of parameters were reported as mean ± SD for normally distributed variables.
Correlation analysis
The linear correlation and simple linear regression model were used to determine the strength of relationship for each parameter between devices. Correlation coefficient (r) and the 95% CI were computed for each reading. A scatter plot with a regression line was graphed for each parameter. is d --1.96 SD. According to the ATS/ERS standards, 13 the accuracy criteria (biases) needed to be within ±3% of the reading or ±0.050 L for FVC and FEV 1 , ±5% of the reading or ±0.200 L/s for FEF 25%-75% , and ±10% of the reading or ±20 L/min for PEF, whichever is greater. The judgment of whether LoA or reliability was acceptable was determined by clinical applications, as they could not be proven by a statistical test. The acceptable 95% LoA was preliminarily set as ±0.5 L for FVC and ±0.35 L for FEV 1 , as reported previously. 5, 15 receiver operating characteristic (rOC) curve analysis An ROC curve was used to determine the FEV 1 /FEV 6 ratio derived from the D-PNEU spirometer that corresponded best to the commonly used fixed cutoff point for FEV 1 /FVC ,70% from the laboratory-based spirometer.
Kappa statistics
Using FEV 1 /FVC ,70% as the "gold standard" for obstruction, overall agreement in classification of the severity of airway obstruction between devices was assessed using kappa statistical methodology. A Cohen's kappa test was used to calculate the kappa coefficient (κ), which indicates the strength of diagnosis agreement based on its magnitude. 16 The kappa values were qualified according to their level of agreement: 0.4-0.6, moderate agreement; 0.6-0.8, substantial agreement; and 0.8-1.0, almost perfect agreement. 17 
Results
A total of 241 individuals (180 men, 61 women) aged from 14 to 81 years (mean age 55±14.7 years) completed PFTs with both spirometers. Overall, 190 (79%) subjects performed forced expiratory maneuvers meeting the reproducibility standard based on ATS/ERS standardization of spirometry using the D-PNEU spirometer, while 192 (80%) did so using the traditional spirometer. One hundred and nine (45%) were healthy, 97 (40%) subjects suffered from airway obstruction, 24 (10%) had mixed airway dysfunction, and eleven (5%) suffered from restrictive disease only. In the end, the total number of non-obstructed subjects was 120 [(109+11), 50%].
A strong linear relationship was found between devices for all parameters ( Figure 2 , Table 1 ). As shown in Figure 2 , all parameters, with the exception of FVC, had a small tendency to be underestimated by the D-PNEU device.
The Bland-Altman plot was drawn to display the mean difference (d -) or bias and 95% LoA (±1.96 SD) between devices for each value measured (Figure 3) . The values measured or derived were shown in Table 2 . There was no significant difference for the mean difference of FVC (within ±0.05 L or ±3%) between spirometers, while significant differences were found for that of FEV 1 , FEV 1 /FVC, FEF 25%-75% , and PEF. Nevertheless, the biases remained within acceptable limits for FEV 1 (within ±0.05 L or ±3%), FEF 25%-75% (within ±0.2 L/s or ±5%), and PEF (within ±20 L/min or ±10%). As previously described, the evaluation criteria of the parameters measured were: met either the absolute value of the difference, or percentage of reading (accuracy) between the devices, whichever is greater. The 95% LoA showed that the LL and UL for FVC were -0.38 L and 0.42 L (within ±0.5 L), -0.29 L and 0.21 L for FEV 1 (within ±0.35 L), respectively. Taken together, the findings suggested that between-device agreement was well within clinically acceptable limits.
As shown in Table 3 , the accuracy of spirometric classification of the stages of obstruction severity was 87.1% [(100+57+28+25)/241] for all enrolled subjects (n=241), regardless of expiratory times. The Kappa coefficient (κ) was 0.869 (95% CI, 0.822-0.915).
A total of 159 individuals were able to exhale for at least 6 seconds using both devices. Their data were analyzed to determine the role of FEV 1 /FEV 6 ratio as alternative index to FEV 1 /FVC in the detection of airway obstruction. Using FEV 1 /FVC ,70% from conventional spirometry as the definition of airflow limitation, an ROC curve was analyzed to establish a cutoff point for FEV 1 /FEV 6 ratio obtained using the D-PNEU device, that corresponded to the optimal combination of sensitivity and specificity. The area under the ROC curve was 0.983 (95% CI: 0.949-0.997), and the sensitivity (94.6%) and specificity (92.4%) were at their maximum when the FEV 1 /FEV 6 obtained using D-PNEU device was 74% ( Figure 4A ). The maximum accuracy of spirometric classification was 93.7% [(61+88)/159], while the kappa coefficient was highest at 0.870 (Table 4) .
In comparison to the FEV 1 /FEV 6 ,74% as optimal cutoff point, the ROC analysis showed less sensitivity (78.5%) and slightly greater specificity (97.0%), when FEV 1 /FEV 6 was set as 70% ( Figure 4B ). The accuracy of spirometric classification decreased to 86.2% [(64+73)/159], when kappa coefficient was 0.726 (Table 5 ).
Discussion
The aim of the current study was to investigate the accuracy and validity of handheld spirometry, D-PNEU, as compared to full body plethysmography. The primary goal was to assess the agreement for key airflow metrics (FVC, FEV 1 , FEV 1 /FVC, FEF 25%-75% , and PEF) between the D-PNEU device and a laboratory-based spirometer. The second goal was to evaluate the diagnostic accuracy of spirometric classification of airflow obstruction by using the D-PNEU device, as compared to a laboratory-based spirometer. Firstly, we compared diagnostic accuracy for all subjects, regardless 
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Chen et al care physicians and the patient. At present, a disproportionate amount of China's health care resources has traditionally been allocated to larger hospitals, particularly those in urban areas. More than 80% of health expenditures are allocated to urban areas even though 70% of the total population resides in rural areas. 18 The investigations highlight the urgent need for the physicians to leverage spirometry as a central tool in the proper diagnosis and management of COPD.
It is important to be sure that the new medical device is as accurate as the gold standard method. Therefore, the primary goal was to measure the agreement of the portable D-PNEU spirometer with the established gold standard spirometer. The old favorite for measuring agreement is the correlation coefficient. In this study, correlation analysis suggested that nearly all the key parameters had a small tendency to be underestimated by the D-PNEU spirometer. A strong correlation was found between devices for all parameters with the high correlation coefficient ranging from 0.949 to 0.988. However, this is inappropriate as correlation only measures the strength of linear association between variables, which has been discussed by Altman and Bland since the 1980s. 9 Therefore, merely using correlation coefficient is not enough for assessing agreement.
Several systematic reviews have identified that the BlandAltman method is currently the appropriate and indeed the most popular method, that has been used to assess agreement between medical instruments measuring continuous variables. 7, 8 The Bland-Altman plot analysis is a simple way to evaluate a bias between the mean differences, and to estimate an agreement interval, within which 95% of the differences of the second method, compared to the first one fall. of the expiratory times of forced expiratory maneuvers. Secondly, we investigated the diagnostic accuracy for the specific subjects able to exhale for at least 6 seconds.
In the present study, the between-device agreement using Bland-Altman analysis showed that the biases (mean differences) of directly measured parameters were well within clinically acceptable limits. Our study demonstrates that using FEV 1 /FVC ,70% as the "gold standard" for obstruction, the D-PNEU device was 87.1% accurate in the classification of severity of obstruction for all enrolled subjects. For the specific subjects able to exhale for at least 6 seconds, when a fixed cutoff of FEV 1 /FEV 6 ratio derived from the PNEU was 74%, the D-PNEU device was 93.7% accurate in identifying subjects with or without airflow limitation (defined as FEV 1 /FVC ,70% using full body spirometry).
Spirometry is necessary to avoid misdiagnosis and to ensure proper determination of the severity of airflow limitation. 4 It is often underused in China, particularly in rural areas. A previous study reported that in China, only 6.5% of patients with COPD had ever been tested by spirometry. 3 This may be attributable to several factors, including large disparities in health care resources, negligence of primary These studies also pointed out that the Bland-Altman method only defines the mean differences (biases) and LoA, it does not say whether those biases or limits are acceptable or not. 7, 8 Acceptable limits must be defined a priori, based on clinical necessity. In the present study, the criteria for the acceptable biases and the 95% LoA were described in the "Analyses" section. We demonstrated that no significant difference of FVC was found for between-devices bias. Although significant differences of biases were found for the directly measured parameters, including FEV 1 , FEF 25%-75% , and PEF. According to the accuracy criteria issued by ATS/ERS standards, described in the "Analyses" section, 13 these biases remained within clinically acceptable limits. The BlandAltman analysis also revealed that except for FVC, the biases of all parameters were slightly negative, which confirmed our finding in the correlation analysis that the parameters were generally underestimated by D-PNEU spirometer when compared to conventional spirometer. In addition, we found that the 95% LoA for FVC and FEV 1 were within Table 2 The mean difference and 95% loa for all parameters measured by the two spirometers (n=241) the acceptable range ("Analyses" section), as previously reported by other studies. 5, 15 Based on the view of specialized field, the magnitude of the range for FEF 25%-75% and PEF is more dependent on the force of initial portion of the FVC maneuver. 19, 20 These observations deserve further investigation. Taken together, our study demonstrated clinically acceptable agreements for the key airflow metrics between the D-PNEU device and a laboratory-based spirometer. This is the prerequisite to the subsequent investigation of clinical accuracy of the D-PNEU device.
The second goal of current study was to evaluate the diagnostic accuracy of spirometric classification of airflow obstruction by using a D-PNEU device, as compared to a laboratory-based spirometer. First, we compared diagnostic accuracy for all subjects, regardless of the expiratory times of forced expiratory maneuvers. The accuracy of spirometric classification was 87.1% for the total 241 subjects referred to the PFT laboratory, when using FEV 1 / FVC ,70% as the "gold standard" for obstruction for both devices. Secondly, we investigated the diagnostic accuracy for specific subjects able to exhale for at least 6 seconds. As subjects with airflow obstruction have prolonged expiration, the use of FEV 1 /FVC alone may result in underdiagnosis of airflow obstruction in younger people and overdiagnosis in the elderly, particularly in patients with moderate-to-severe airflow obstruction or in elderly subjects. [21] [22] [23] has been proposed as a simplified alternative to an FVC maneuver. 10, 12, 24 Indeed, the ratio of the FEV 1 /FEV 6 has been found nearly equivalent to FEV 1 /FVC for the diagnosis of airway obstruction, but the former is simpler, causes less fatigue, and is possibly more reliable than FEV 1 /FVC because FVC varies with the duration of the forced exhalation. 10, 25, 26 The accuracy of spirometric classification was 93.7% for the 159 individuals able to exhale for at least 6 seconds, when a fixed cutoff point of 74% for FEV 1 /FEV 6 was calculated by an ROC curve analysis. The Kappa coefficient in both of these two analyses was greater than 0.8, which indicated that the diagnostic validity of airflow obstruction between the two devices was "almost perfect agreement beyond chance". 17 Our findings thus Figure 4 The receiver operating characteristic curve that discriminates the optimal cutoff value of FeV 1 /FeV 6 measured using the IQspiro (n=159 confirmed the reliability of the tested D-PNEU device as a useful diagnostic solution for the spirometric classification of various levels of airway obstruction. Three core elements are essential to capturing valid pulmonary function data: accurate instrumentation; cooperative testing subject; pulmonary function technologist capable of coaching patients during pulmonary function testing; and properly interpreting test result. 27 The management software of the currently tested device is responsible for quality control of maneuvers with a choice of easy-to-see incentives on a full screen during spirometry. The results are also automatically interpreted and displayed on the computer. This study thus suggested that a handheld spirometer such as the D-PNEU spirometer, is an easy-to-use device from the perspective of the physician. Such tools are suitable for use in primary care as they are relatively accurate when compared to full body plethysmography. 5, 19, [28] [29] [30] [31] [32] We admit several limitations in this study. First, no significant difference for the bias of FVC was observed between spirometers; however, it does not necessarily mean the measurement of FVC by two devices can be used interchangeably. Second, the study was designed to determine the agreement and validity of a portable spirometer, thus the bronchiectasis test was not routinely performed as part of our procedure. In addition, we did not compare the agreement and validity of other office spirometers available on the market. It is noticeable that some of these devices are more accurate and precise than others.
Conclusion
Our findings suggest the clinical-grade handheld spirometer, the D-PNEU device under investigation in current research, is a relatively accurate and easy-to-use device able to identify subjects who have airway obstruction. In addition, our study further supports that FEV 1 /FEV 6 ratio can be used as a valid alternative for FEV 1 /FVC. Such kind of portable spirometers might likely facilitate earlier diagnosis and management of COPD in the rural areas of China. 
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